
Test items

Sample layout     1 2 3 4
A standard 1 standard 1 Human Serum 1 Human Plasma 1
B standard 2 standard 2 Human Serum 1 Human Plasma 1
C standard 3 standard 3 Human Serum 2 Human Plasma 2
D standard 4 standard 4 Human Serum 2 Human Plasma 2
E standard 5 standard 5 Human Serum 3 Human Plasma 3
F standard 6 standard 6 Human Serum 3 Human Plasma 3
G standard 7 standard 7 Human Serum 4 Human Plasma 4
H standard 8 standard 8 Human Serum 4 Human Plasma 4
The samples are not diluted.

Experiment data Measurement count: 1   Filter: 450
1 2 3 4

A 2.577 2.499 0.399 0.326
B 1.871 1.791 0.385 0.327
C 1.053 1.069 0.298 0.405
D 0.545 0.519 0.284 0.414
E 0.268 0.267 0.311 1.087
F 0.160 0.164 0.326 1.091
G 0.123 0.121 0.996 0.395
H 0.071 0.073 0.991 0.388

Standard curve
Concentration(ng/mL) Average OD-blank

2000 2.466
1000 1.759
500 0.989
250 0.460
125 0.196
62.5 0.090

31.25 0.050
0.000 0.000

Sample value

Average OD-blank Concentration(ng/mL) Dilution ratio Corrected
concentration(ng/mL)

Human Serum 1 0.293 172.752 1 172.752
Human Serum 2 0.192 122.066 1 122.066
Human Serum 3 0.220 136.358 1 136.358
Human Serum 4 0.895 452.695 1 452.695
Human Plasma 1 0.228 140.433 1 140.433
Human Plasma 2 0.311 181.142 1 181.142
Human Plasma 3 0.990 500.365 1 500.365
Human Plasma 4 0.293 172.511 1 172.511
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